Regulatory biocompatibility requirements for biomaterials used in regenerative medicine.
The biological safety of biomaterials used for implantable medical devices is usually determined by a series of standard tests that assess the effects that extractable substances have on cells in vitro and in simple short term animal studies. To use these tests to determine the suitability of materials for tissue engineering templates is inappropriate. This short essay discusses the issues that are involved.